Specifications
The Data are available with this article
Value of the data
The data presents the optimum conditions for the determination of LIN, MERO and THEO. This work allows to simultaneous determination of LIN, MERO and THEO in spiked plasma.
Monitoring of LIN, MERO and THEO in real plasma samples is available.
Data
The dataset of this article provides information on the determination of LIN, MERO and THEO in spiked plasma and in plasma of healthy volunteers. Fig. 1 shows the SWV voltammograms and calibration curves of the studied drugs in spiked plasma. The results are listed in Table 1 . Table 2 shows the obtained concentrations of LIN, MERO and THEO in real plasma sample.
Experimental design, materials and methods

Preparation of modified electrode
The modified electrode was then prepared by adding 3.0% MWCNTs (15 mg) to graphite powder (485 mg) in ether till homogeneity was obtained. The mixture was sonicated and the ether was allowed to evaporate, and then paraffin oil (nearly 0.3 mL) was added to obtain the paste.
The area of working electrode (MWCNTCPE) was obtained using Randles-Sevcik equation:
, where Ip is the anodic peak current (A), D o is the diffusion coefficient (7.6 Â 10 -6 cm 2 s 
Determination of LIN, MERO, and THEO in spiked plasma
Different volumes of standard LIN solution LIN, MERO and THEO (1.0 Â 10 -3 mol L -1 , each)
were added to 10.0 mL centrifuge tubes containing 1.0 mL plasma and 3.0 mL acetonitrile, then the mixture was centrifuged and the supernatant was transferred into 5.0 mL glass vials. Aliquots of 0.5 mL of the supernatant were added to 4.5 mL of Britton-Robinson (BR) buffer of pH 3.0. SWV determinations were carried out (Pulse width of 50 ms, pulse height of 25 mV, and a scan rate of 50 mV s -1 ).
Determination of LIN, MERO, and THEO in real plasma
The study protocol was approved by the ethical committee of the Faculty of Pharmacy, Cairo University. All experiments were conducted as per the International Clinical Research guidelines, expressed in the Declaration of Helsinki, 1964 and revised in Brazil, 2013 [2] . Blood samples were obtained after 60 min from dose administration into 3.0 mL heparinized tubes. LIN, MERO, and THEO were determined in incurred samples using standard addition method. International Conference on Harmonization (ICH) Tripartite [3] guidelines were used to validate the proposed method. Table 2 Determination of LIN, MERO, and THEO in real plasma sample using standard addition method. Inset: linear calibration curves of LIN, MERO and THEO.
